ARTMENT  OF 


BUCATWN 


/ 


NBS  TECHNICAL  NOTE  791 


Dose  Calibrator 
Pilot  Study 


NATIONAL   BUREAU   OF   STANDARDS 

The  National  Bureau  of  Standards'  was  established  by  an  act  of  Congress  March  3,  1901. 
The  Bureau's  overall  goal  is  to  strengthen  and  advance  the  Nation's  science  and  technology 
and  facilitate  their  effective  application  for  public  benefit.  To  this  end,  the  Bureau  conducts 
research  and  provides:  (1)  a  basis  for  the  Nation's  physical  measurement  system,  (2)  scientific 
and  technological  services  for  industry  and  government,  (3)  a  technical  basis  for  equity  in  trade, 
and  (4)  technical  services  to  promote  public  safety.  The  Bureau  consists  of  the  Institute  for 
Basic  Standards,  the  Institute  for  Materials  Research,  the  Institute  for  Applied  Technology, 
the  Institute  for  Computer  Sciences  and  Technology,  and  the  Office  for  Information  Programs. 

THE  INSTITUTE  FOR  BASIC  STANDARDS  provides  the  central  basis  within  the  United 
States  of  a  complete  and  consistent  system  of  physical  measurement;  coordinates  that  system 
with  measurement  systems  of  other  nations;  and  furnishes  essential  services  leading  to  accurate 
and  uniform  physical  measurements  throughout  the  Nation's  scientific  community,  industry, 
and  commerce.  The  Institute  consists  of  a  Center  for  Radiation  Research,  an  Office  of  Meas- 
urement Services  and  the  following  divisions: 
Applied  Mathematics  —  Electricity  —  Mechanics  —  Heat  —  Optical  Physics  —  Nuclear 
Sciences  2  —  Applied  Radiation  :  —  Quantum  Electronics  *  —  Electromagnetics 3  —  Time 
and  Frequency  3  —  Laboratory  Astrophysics  3  —  Cryogenics '. 

THE  INSTITUTE  FOR  MATERIALS  RESEARCH  conducts  materials  research  leading  to 
improved  methods  of  measurement,  standards,  and  data  on  the  properties  of  well-characterized 
materials  needed  by  industry,  commerce,  educational  institutions,  and  Government;  provides 
advisory  and  research  services  to  other  Government  agencies;  and  develops,  produces,  and 
distributes  standard  reference  materials.  The  Institute  consists  of  the  Office  of  Standard 
Reference  Materials  and  the  following  divisions: 

Analytical   Chemistry   —   Polymers   —   Metallurgy   —   Inorganic   Materials  —  Reactor 

Radiation  —  Physical  Chemistry. 

THE  INSTITUTE  FOR  APPLIED  TECHNOLOGY  provides  technical  services  to  promote 
the  use  of  available  technology  and  to  facilitate  technological  innovation  in  industry  and 
Government;  cooperates  with  public  and  private  organizations  leading  to  the  development  of 
technological  standards  (including  mandatory  safety  standards),  codes  and  methods  of  test; 
and  provides  technical  advice  and  services  to  Government  agencies  upon  request.  The  Institute 
consists  of  a  Center  for  Building  Technology  and  the  following  divisions  and  offices: 

Engineering  and  Product  Standards  —  Weights  and  Measures  —  Invention  and  Innova- 
tion — ■  Product  Evaluation  Technology  —  Electronic  Technology  —  Technical  Analysis 
—  Measurement  Engineering  —  Structures,  Materials,  and  Life  Safety '  —  Building 
Environment  *  —  Technical  Evaluation  and  Application '  —  Fire  Technology. 

THE  INSTITUTE  FOR  COMPUTER  SCIENCES  AND  TECHNOLOGY  conducts  research 
and  provides  technical  services  designed  to  aid  Government  agencies  in  improving  cost  effec- 
tiveness in  the  conduct  of  their  programs  through  the  selection,  acquisition,  and  effective 
utilization  of  automatic  data  processing  equipment;  and  serves  as  the  principal  focus  within 
the  executive  branch  for  the  development  of  Federal  standards  for  automatic  data  processing 
equipment,  techniques,  and  computer  languages.  The  Center  consists  of  the  following  offices 
and  divisions: 

Information   Processing  Standards  —  Computer   Information  —  Computer  Services  — 

Systems  Development  —  Information  Processing  Technology. 

THE  OFFICE  FOR  INFORMATION  PROGRAMS  promotes  optimum  dissemination  and 
accessibility  of  scientific  information  generated  within  NBS  and  other  agencies  of  the  Federal 
Government;  promotes  the  development  of  the  National  Standard  Reference  Data  System  and 
a  system  of  information  analysis  centers  dealing  with  the  broader  aspects  of  the  National 
Measurement  System;  provides  appropriate  services  to  ensure  that  the  NBS  staff  has  optimum 
accessibility  to  the  scientific  information  of  the  world.  The  Office  consists  of  the  following 
organizational  units: 

Office  of  Standard  Reference  Data  —  Office  of  Technical  Information  and  Publications  — 

Library  —  Office  of  International  Relations. 


'Headquarters    and    Laboratories    at    Gaithersburg.    Maryland,    unless    otherwise    noted;    mailing    address 
Washington,  D.C.  20234. 

3  Part  of  the  Center  for  Radiation  Research. 

3  Located  at  Boulder,  Colorado  80302. 

«  Part  of  the  Center  for  Building  Technology. 


Dose  Calibrator  Pilot  Study 


S.  B.  Garfinkel 

Applied  Radiation  Division 
Institute  for  Basic  Standards 
National  Bureau  of  Standards 
Washington,  D.C.    20234 


G.  J.  Hine 

Veterans  Administration 
Central  Office 
Washington,  D.C.    20420 


6 


?- 


/  w  \ 


Vcso*^ 


U.S.  DEPARTMENT  OF  COMMERCE,  Frederick  B.  Dent,  Secretary 
NATIONAL  BUREAU  OF  STANDARDS,  Richard  W.  Roberts,  Director 


Issued  August  1973 


National  Bureau  of  Standards  Technical  Note  791 

Nat.  Bur.  Stand.  (U.S.),  Tech.  Note  791,   7  pages  (Aug.  1973) 
CODEN:   NBTNAE 


For  sale  by  the  Superintendent  of  Documents,  U.S.  Government  Printing  Office,  Washington,  D.C.  20402 
(Order  by  SD  Catalog  No.  0.13.46:791).    Price  $0.30 


DOSE  CALIBRATOR  PILOT  STUDY 
S.  B.  Garfinkel   and  G.  J.  Hine 

Results  of  measurements  of  six  sources  in  dose 
calibrators  used  in  nuclear  medicine  facilities 
at  eight  hospitals  in  the  Washington  metropolitan 
area  are  given. 

Key  words;   Dose  calibrators;  indium-113m;  molybdenum-99; 
nuclear  medicine;  radiopharmaceuticals;  technetium- 9 9m; 
tin-113. 

The  radionuclide  dose  calibrator  is  an  instrument  which  has  become 
very  important  in  the  assay  of  radiopharmaceuticals  in  the  clinical 
nuclear-medicine  laboratory.   It  is  particularly  useful  for  measurements 
of  6.0-hour  technetium-99m  and  104-minute  indium-113m,  wide  availability 
of  which  is  made  possible  by  the  use  of  "generators",  ion-exchange 
columns  charged  with  66.7-hour  mclybdenum-99  or  118-day  tin-113  (parents 
of  the  above-named  short-lived  radionuclides).   The  dose  calibrator  is 
also  used  for  the  assay  of  many  of  the  other  frequently  used  radiophar- 
maceuticals.  The  instrument  is  composed  of  an  ionization  chamber  with 
a  re-entrant  well,  and  an  electronic  current  measuring  device,  the  read- 
out of  which  is  usually  of  the  digital  type. 

The  electronic  circuits  are  designed  so  that  no  calculations  are 
required  by  the  operator.   Depending  on  the  type  of  instrument,  he 

(1)  selects  a  switch  position  which  corresponds  to  the 
particular  radionuclide  being  measured, 

(2)  sets  a  multi-turn  potentiometer  (with  a  digital-type 
dial),  or 

(3)  plugs  into  the  instrument  a  small  module  (which  actually 
contains  only  a  resistor)  identified  for  a  given  radio- 
nuclide. 

After  having  performed  one  of  the  above  operations,  the  radio- 
active sample  is  placed  into  the  ionization  chamber,  and  the  activity, 
in  micro-  or  millicuries  is  displayed  on  the  readout,  in  a  matter  of 
seconds. 

It  was  considered  useful  to  conduct  a  pilot  study  of  dose 
calibrators  that  are  currently  in  use  in  nuclear-medicine  facilities 
at  8  hospitals  in  the  Washington,  D.  C.,  area.   Arrangements  were  made 
with  the  personnel  at  these  laboratories  and  all  measurements  were  made 
on  June  2,  1971. 


Late  Assistant  Section  Chief,  Radioactivity  Section,  National  Bureau  of 
^Standards,  Washington,  D.  C.   20234 

Veterans  Administration,  Central  Office,  Washington,  D.  C.   20420 
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Six  sources  were  used  in  the  study,  five  of  which  had  been 
calibrated  at  the  National  Bureau  of  Standards  beforehand.   The  sixth, 
technetium-99m,  was  obtained  at  the  first  hospital  visited,  and  then 
calibrated  at  the  National  Bureau  of  Standards  on  the  following  day. 

Five  of  the  hospitals  (D,  E,  F,  G,  and  H)  had  instruments  made  by 

the  same  manufacturer  and  designated  as  type  "d".   Hospital  H  had  a 

newer  version  (d-^).   Hospitals  A,  B,  and  C  had  instruments  made  by  three 
other  manufacturers. 

The  results  of  the  measurements  are  presented  in  table  1.   The 
first  five  entries  in  column  one  identify  the  National  Bureau  of 
Standards'  sources  with  their  respective  activities  in  parentheses 
(micrograms  for  radium,  microcuries  or  millicuries  for  the  four  other 
sources).   The  technetium- 9 9m  source  was  10.8  millicuries  at  the  start 
of  the  day.  The  second  set  of  data  for  this  same  source  is  given  to 
show  the  scale-factor  errors  on  those  instruments  which  have  an  addi- 
tional "99mTc  x  iqii   switch  position  (as  most  instruments  do,  but  for 
^Tc  only).   It  is  also  interesting  to  note  the  small  extent  of  the 
nonlinearity  (with  activity)  in  the  instruments  as  shown  by  the  differ- 
ences in  the  measurements  of  the  two  radium-226  sources. 

Six  of  the  hospitals  had  reference  sources  which  are  supposed  to  be 
used  in  conjunction  with  a  calibration-adjustment  circuit  to  correct  for 
gain  changes  in  the  electronics.   The  entries  in  the  "Hospital-reference 
correction  factor"  row  in  table  1,  show  that  in  hospitals  A  and  G,  in- 
struments were  out  of  adjustment  by  +6.8  and  -5.3  percent  respectively. 
We  made  no  adjustments  to  the  equipment  and  so  the  ratio  in  the  first 
row  for  each  sample  reflects  differences  in  the  results  obtained  with 
the  various  instruments  used.   These  differences  are  possibly  due  to 
initial  poor  calibration  by  the  manufacturer  which  should,  however,  have 
been  detected  by  the  day-to-day  quality-control  procedures.   The  ratio 
in  the  second  row  for  each  sample  has  been  calculated  to  show  the  rela- 
tionship of  the  instrument's  reading  to  that  of  the  National  Bureau  of 
Standards '  value,  after  having  taken  into  account  the  reading  of  the 
local  reference  source. 

7  9  fi 
The  unadjusted  results,  with  the  exception  of  those  for    Ra  for 

Hospitals  A  and  C,  are  within  +97c  to  -11%  of  the  NBS  values,  and  the 
adjusted  results  are  within  +107o  to  -1570;  adjustment  to  407o  of  the  data 
showed  increased  divergence  indicating,  perhaps,  the  presence  of  im- 
purities leading  to  different  instrument  response  with  time,  or  possibly 
that  initial  reference  standard  calibrations  were  in  error.   This,  con- 
sidering the  state  of  the  art  and  the  needs  of  nuclear  medicine 
laboratories,  is  not  too  unsatisfactory.   However,  it  would  appear, 
that  the  development  of  calibration  sources  compatible  with  these 
instruments,  which  would  enable  the  user  either  to  generate  his  own 
calibration  settings  or  to  correct  for  instabilities,  would  be  desirable. 


From  the  point  of  view  of  simplicity  of  operation,  instrument 
type  "d"  is  probably  preferable,  since  it  is  quickest  to  set  up  for 
a  given  radionuclide  (it  has  a  15-position  switch;  each  position 
unambiguously  labeled).   But  its  accuracy  and  stability  depend,  among 
other  things,  on  the  correct  value  and  quality  of  the  fixed  resistors 
wired  to  the  switch.   If  the  manufacturer  has,  for  example,  not  used 
an  accurate  radioactivity  standard  for  a  given  radionuclide  when  he 
assembled  the  circuitry,  then  it  is  quite  inconvenient  to  change  the 
appropriate  resistors  should  he  find  that  the  instruments  in  the  field 
need  recalibrating.   He  can,  of  course,  notify  all  owners  to  correct 
readings  for  the  given  radionuclide  by  some  factor,  but  this  negates 
the  advantage  of  having  a  direct-reading  of  the  activity. 

In  the  case  of  instrument  types  "a"  and  "b"  which  utilize  the 
multi-turn  digital  dial,  the  recalibration  is  obviously  much  easier  to 
achieve.   The  manufacturer  simply  notifies  his  customers  to  use  dial 
setting  "427"  instead  of  the  previously  recommended  "410"  for  radio- 
nuclide X.   Note  that  these  instruments  require  the  operator  to  read, 
from  a  chart,  a  different  number  setting  corresponding  to  each  radio- 
nuclide.  This  is  considered  inconvenient  and  more  subject  to  error 
than  types  "c"  and  "d". 


which  employs  the  modules,  combines  advantages 
of  both.  The  modules  are  easily  replaced  by  the  manufacturer  should 
recalibration  be  necessary,  but  module  insertion  and  removal  are  not 
as  convenient  as  a  multiposition  switch. 

Since  these  instruments  are  used  in  hospitals,  medical  laboratories 
and  research  centers  throughout  the  world,  it  would  be  advantageous  to 
examine  more  thoroughly  certain  characteristics  of  the  different  models, 
such  as  stability,  linearity,  accuracy,  geometry  effects,  temperature- 
pressure-humidity  effects,  variation  of  the  time  constant,  etc.   The 
development  of  calibration  sources  compatible  with  these  instruments 
should  also  be  given  high  priority. 
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